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Introduction: Miniscrew-assisted rapid palatal expansion (MARPE) appliances utilize the
skeletal anchorage to expand the maxilla. One type of MARPE device is the Maxillary Skeletal
Expander (MSE), which presents four micro-implants with bicortical engagement of the palatal
vault and nasal floor. MSE positioning is traditionally planned using dental stone models and 2D
headfilms. This approach presents some critical issues, such as the inability to identify the MSE
position relative to skeletal structures, and the potential risk of damaging anatomical structures.
Methods: A novel methodology has been developed to plan MSE position using the digital
model of dental arches and cone-beam computed tomography (CBCT). A virtual model of
MSE appliance with the four micro-implants was created. After virtual planning, a positioning
guide is virtually designed, 3D printed, and utilized to model and weld the MSE supporting
arms to the molar bands. The expansion device is then cemented in the patient oral cavity and
micro-implants inserted. A clinical case of a 12.9-year-old female patient presenting a Class III
malocclusion with transverse and sagittal maxillary deficiency is reported.
Results: The midpalatal suture was opened with a split of 3.06 mm and 2.8 mm at the
anterior and posterior nasal spine, respectively. After facemask therapy, the sagittal skeletal
relationship was improved, as shown by the increase in ANB, A-Na perpendicular and Wits
cephalometric parameters, and the mandibular plane rotated 1.6° clockwise.
Conclusion: The proposed digital methodology represents an advancement in the planning
of MSE positioning, compared to the traditional approach. By evaluating the bone morphol-
ogy of the palate and midface on patient CBCT, the placement of MSE is improved regarding
the biomechanics of maxillary expansion and the bone thickness at micro-implants insertion
sites. In the present case report, the digital planning was associated with a positive outcome
of maxillary expansion and protraction in safety conditions.
Keywords: miniscrew-assisted rapid palatal expansion, MARPE, CBCT, MSE, virtual
planning, cephalometrics-based digital planning, CBDP, workflow, TAD
Introduction
Digital technology in orthodontics is becoming continuously more important,
changing the rules of conventional workflow.1–5 Every process in patient manage-
ment is progressively translated into the virtual environment, from the diagnosis
and treatment outcome pre-visualization to the customization of appliance design
and the personalization of the therapy.4–7
There are several benefits to the application of a digital workflow. First, the use
of intraoral scanners permits the production of digital models of the dental arches,
thus reducing the need for fabrication of physical models.8 Furthermore, the
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utilization of the cone beam computer tomography
(CBCT) technology allows a more detailed diagnosis
compared to the conventional one made with 2D radio-
graphs and cephalometric analysis. Intra-oral digital mod-
els, CBCT imaging, and 3D facial scan enable the
analysis of the dentition, skeletal structures, and facial
soft tissues in the three dimensions of space, increasing
the details and the accuracy of the orthodontic setup.7,9
Also, the digital manufacturing technology related to 3D
printing and metal laser melting allows a completely
unrestricted design and personalization of the orthodontic
devices and appliances,6,8,10 which traditionally have
been a custom-made laboratory work. The large and con-
tinuously growing range of materials for 3D printers
permits to expand the choice for the needed application,
moving away from the usual orthodontic materials such
as stainless steel, titanium alloys, or acrylic resin.
Implant dentistry is a field in which the digital workflow
has been widely applied.11,12 In the “computer-guided”
implant placement approach, virtual planning of implants’
positions and 3D printed customized surgical guides are
used to help the clinician improve the accuracy of implants
positioning in the jaw bones during the surgical phase.13,14
In orthodontics, the placement of micro-implants with a 3D
method based on CBCT imaging has been described in
recent years.15,16 The methodology allows to gather infor-
mation on the anatomy of the area intended for insertion,
and to select a site with adequate bone quantity and quality.
3D surgical guides are additively manufactured and then
used to place the micro-implants into the maxillary bone,
for the subsequent application of several orthodontic
devices, including micro-implant-assisted rapid palatal
expansion (MARPE) appliances, which utilize the skeletal
anchorage to expand the maxilla in the transverse dimen-
sion. In addition, MARPE devices are used in association
with the facemask to enhance the maxillary protraction,
especially in patients older than 8–9 years of age.17–20
The present paper aims to describe a novel procedure
to position a particular type of MARPE appliance, the
Maxillary Skeletal Expander (MSE),20–26 in the patient’s
oral cavity through digital planning and workflow.
Methods
A written informed consent to participate in the study and
to publish the case details and the images was given by the
patient’s legal guardians. Institutional approval to publish
the case details was not needed.
Figure 1 Patient initial facial and intraoral photos.
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A digital methodology is described by showing the
treatment of a patient that presented a Class III malocclu-
sion (Figures 1 and 2). The patient was 12 years and
9 months old, and her chief complain was chin protrusion,
midface retrusion, underbite, and spacings between teeth.
Intra-oral examination revealed a Class III molar and
canine relationship on both right and left sides, 6 mm
spacing in the upper dental arch, 7 mm spacing in the
lower dental arch, 1.5 mm overjet and overbite, maxillary
midline shift of 1 mm to the left. The maxilla appeared
constricted in the transverse dimension, with a crossbite on
the right side at the level of the maxillary first
molar, second premolar, canine and lateral incisor. The
cephalometric analysis (Table 1) showed a severe Class
III skeletal malocclusion due to retruded maxilla (Wits
appraisal of – 6.5 mm), with mesocephalic vertical pattern,
proclination of upper incisors and retroclination of lower
incisors.
The treatment plan was to expand and protract the
maxilla with MSE (BioMaterials Korea, Seoul, Korea)
followed by facemask therapy. MSE appliance presents
a body with the expansion jackscrew and four slots
where micro-implants are inserted, and four connecting
arms to the molar bands.23,24 The use of four miniscrews
in the MSE appliance helps to disarticulate the pterygopa-
latine suture, which is a major resistance structure that
hampers the forward maxillary movement during face-
mask therapy.24 The alternative treatment modality was
orthognathic surgery at an older age, an option that was
rejected by the patient, who chose the more conservative
treatment with MSE and facemask.
A cone-beam computed tomography (CBCT) of the
patient maxilla was taken with HyperionX9 scanner
(MyRay, Imola, Italy) with a reduced field of view
(FOV) of 5 cm x 11 cm to limit the patient exposure to
radiations. The impressions of patient dental arches were
Figure 2 Initial records of the patient. (A) Lateral headfilm. (B) Cephalometric tracing. (C) Panoramic radiograph.
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taken with alginate material, and stone models were
poured. The models were then scanned with Optical
Revenge Dental device (Open Technologies, Brescia,
Italy). The skull CBCT DICOM file was converted into
an STL file with VG Studio Max software (Volume
Graphics GmbH, Heidelberg, Germany). Then, the
CBCT and dental arches STL files were aligned at first
manually by overlapping three landmarks and then glob-
ally with Geomagic Studio 12 software (3D Systems,
Morrisville, Carolina del Nord, USA) as shown in
Figure 3. The combined model of CBCT and dental arches
was imported in Rhinoceros (v. 6) software (Robert
McNeel & Associates, Seattle, Washington USA).
At this point, reference planes are identified in the
bony structures of the patient midface, to create the x, y,
z coordinate system of the maxilla. The first plane is the
Midsagittal Plane (MP), passing through the points
Midpalatal Suture 5 (MS5), Midpalatal Suture 7
(MS7), and Vomer Posterior (VP) (Figure 4A and B).
The reference points are defined as follows: MS5 is the
point placed on the oral side of the midpalatal suture at
the level of second premolars; MS7 is the point placed
on the oral side of the midpalatal suture at the level
of second molars; VP is the most posterior point of the
vomer.
The Horizontal Palatal Plane (HPP) is identified as the
plane perpendicular to the Midsagittal Plane (MP) and
passing through MS5 and MS7 (Figure 4C).
Then, the bi-zygomatic line (BZL) connecting the most
lateral point of the zygomatic process of the maxilla on the
right and left side (ZR and ZL, respectively) is drawn, and
Table 1 Cephalometric Analysis
Measure Unit Norm Pre-Treatment Post-Treatment
SNA ° 82 ± 3.5 75.5 77.3
SNB ° 80 ± 3.0 78.9 79.3
ANB ° 2 ± 2.4 −3.4 −2.0
Maxillary skeletal (A-Na perp.) mm 1 ± 3.1 −6.9 −5.1
Mandibular skeletal (Po-Na perp.) mm −2 ± 5.3 −1.9 −1.4
Wits appraisal mm 0 ± 1.0 −6.5 −5.7
FMA (MP^FH) ° 26 ± 5.0 25.2 26.8
MP^SN ° 33 ± 6.0 33.1 34.7
Palatal-mandibular plane angle (PP^MP) ° 28 ± 6.0 25.4 27.8
Palatal-occlusal plane angle (PP^OP) ° 10 ± 4.0 7.7 8.6
Mandibular-occlusal plane angle (MP^OP) ° 13.2 ± 5.0 17.7 19.2
Maxillary occlusal plane to Na perp. ° 95.6 ± 1.8 97.5 97.6
U1 protrusion (U1-Apo) mm 6 ± 2.2 5.0 5.4
L1 protrusion (L1-Apo) mm 1 ± 2.3 3.2 1.3
U1-Palatal plane ° 110 ± 5.0 122.5 122.6
U1-Occlusal plane ° 54 ± 7.0 49.8 48.8
L1-Occlusal plane ° 72 ± 5.0 76.4 76.3
IMPA ° 95 ± 7.0 85.9 84.5
Figure 3 STL files of CBCTand dental arches. (A) before alignment. (B) After alignment.
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the line is orthogonally projected to the horizontal palatal
plane (HPP). On this plane, the intersection between the
projection of the BZL and the midpalatal suture (MS4-MS7
line) is named the Center of Maxilla (CM) point (Figure 4D).
A coronal plane, called Coronal Maxillary Plane
(CMP), which is perpendicular to the Midsagittal Plane
(MP) and to the Horizontal Palatal Plane (HPP) and pas-
sing through the CM point represents the third plane of the
maxillary x, y, z coordinate system (Figure 4E), and CM
point represents the origin of the system (Figure 4E).
The virtual model of the MSE appliance was designed
using Rhinoceros software (Figure 5A). The MSE model
is a single file that includes both the body of the expander
and the four micro-implants, which are represented by four
cylinders 13 mm long that have a notch, i.e., become
thinner, at the level of 11 mm. The groove allows simple
visualization of the micro-implant length (11 mm versus
13 mm) during the MSE setting procedure in the CBCT.
An x’, y,’ z’ coordinate system is also generated for the
MSE virtual model (Figure 5A), and the origin of the
system is set at the Center of MSE Appliance (CA) point,
which is given by the midpoint of the center of 4 slots for
micro-implants in the mucosal face of appliance body.
The MSE model was then positioned in the maxilla in
an initial default position so that the CA point is coincident
with the CM point, and in which the x’, y,’ z’ coordinate
system of the MSE appliance is aligned with that of the
maxilla (Figure 5B).
A user interface has been developed (Figure 6A), with
which the position and inclination of the MSE appliance
can be changed from its initial default setting. The MSE
position can be modified by moving the CA along the x, y,
z axes of the maxilla (Figure 4E), while the MSE inclina-
tion can be modified by changing the appliance Yaw, Pitch
and Roll (Figure 6B). The terminology used for the appli-
ance inclination is derived from the conventional skull
Figure 4 Determination of reference planes and axes on the maxilla. (A) Skeletal landmarks utilized: point on oral aspect of midpalatal suture at the level of second
premolars (MS5) and second molars (MS7), most posterior point of vomer (VP), most lateral point of the zygomatic process of the maxilla on the right (ZR) and left side
(LZ). (B) Midsagittal plane (MP), in blue, passing through MS5, MS7, and VP. (C) Horizontal palatal plane (HPP), in light blue, perpendicular to MP and passing through MS5
and MS7. (D) Center of Maxilla (CM) point, defined by the intersection of the projection of the bizygomatic line (ZR’-ZL’) to HPP and posterior part of midpalatal suture
(MS5-MS7 line). (E) CM point as the origin of the x, y, z coordinate system of the maxilla.
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orientation terms:27 Yaw is defined as the rotation around
the vertical axis, Pitch as the rotation around the transverse
axis, and Roll as the rotation around the sagittal axis.
The position and inclination of MSE appliance were
changed from the initial default setting, taking into con-
sideration the following parameters: bone thickness at the
level of the four micro-implants (BT), appliance distance
from palatal mucosa (DM), minimum micro-implant
length for bicortical engagement (ML) and guiding bar
interference (GBI) with palatal mucosa, as shown in
Figure 7 and Table 2. As MSE appliance was moved or
inclined, the user interface gave in real-time the measure-
ments of the parameters to be evaluated.
A final position and inclination of MSE were identified
for the patient (Figure 8A). The parameters’ last values are
displayed in Figure 6A. Then, a 3D positioning guide was
designed on top of the virtual model of dental arches with
final MSE position (Figure 8B), the virtual guide was 3D
printed with Grey resin (Formlabs, Somerville, USA), the
MSE appliance was inserted into the resin positioning
guide and secured with steel-ligature (Figure 8C), and
finally, the guide and the appliance were placed on the
stone model for the bending and welding of the appliance
arms to the molar bands (Figure 8D).
The finalized appliance (Figure 9A) was cemented in
the patient oral cavity, and subsequently, 4 micro-implants
11 mm long were inserted through the appliance slots into
the palatal bone (Figure 9B). The appliance itself acts as
a surgical guide; hence the micro-implants are embedded
in the palate in the same position that was selected on the
CBCT during the virtual planning.
MSE activation consisted of 2 turns in the morning and
two turns in the evening (0.13 mm expansion per turn) until
an inter-incisal diastema appeared and then two turns in the
evening until expansion completion (Figure 9C); the total
appliance activation was 4 mm. Maxillary protraction with
the facemask was performed immediately after completion
of maxillary expansion. A force of 16 ounces was applied
bilaterally, by means of 2 elastics with a diameter of 3/8’
attached to the intra-oral hooks (Figure 10). Facemask wear
Figure 5 Setting of MSE in the maxilla in the initial default position. (A) Virtual model of MSE appliance with 4 micro-implants; the center of the appliance (CA), the light blue
dot, is computed as the midpoint of the center of 4 micro-implant slots (yellow dots) and is set as the origin of MSE coordinate system. (B) MSE located in the initial default
position in the maxilla, in which the CA point is coincident with the center of maxilla (CM) point, and the MSE x’, y,’ z’ coordinate system is aligned with the maxilla x, y,
z system.
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time was 14–16 hrs per day. Treatment with fixed ortho-
dontic appliance will start immediately after the facemask
therapy. The fixed orthodontic treatment will have the pur-
pose of closing the remaining dental diastemas and, if
needed, to provide retention for the sagittal skeletal correc-
tion by means of intermaxillary elastics.
Results
A CBCTwith 5x11 cm FOV was taken immediately after com-
pletion of activemaxillary expansion, before the start ofmaxillary
protractionwith the facemask, and an axial palatal section showed
the opening of the mid palatal suture, with a split of 3.06 mm and
2.8 mm at anterior nasal spine and posterior nasal spine,
Figure 6 (A) User interface developed with Rhinoceros software, with which the inclination (Yaw, Pitch, and Roll) and position (dx, dy, dz) of MSE appliance can be changed
to optimize the bone thickness (BT) at the level of the 4 micro-implants identified with numbers 1–4, the appliance distance from the palatal mucosa (DM), the micro-implant
length required to obtain bicortical engagement (ML) and the guiding bar interference (GBI). (B) yaw, pitch, roll, and reference axes for MSE.
Figure 7 Parameters analyzed during the digital planning of MSE position and inclination: minimum micro-implant length required to obtain bicortical anchorage (ML),
appliance distance from palatal mucosa (DM), bone thickness at the level of the micro-implant insertion sites (BT), guiding bar interference (GBI) with palatal mucosa. (A)
sagittal section. (B) coronal section.
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respectively (Figure 11). After facemask therapy, which lasted 7
months, the sagittal skeletal relationshipwas improvedas indicated
by the increase inANB,A-Nasion perpendicular, andWits cepha-
lometric parameters (Table 1 and Figure 12). Regarding the ske-
letal vertical dimension, the mandibular plane rotated 1.6° in
a clockwise direction as shown by the increase in FMA and
MP^SNangles (Table 1).With regards to the occlusion, the lateral
cross-bitewas resolved, theOVJwas over-corrected from1.5mm
to 3.9 mm (Figure 13). The remaining diastemas will be closed
through a following orthodontic treatment with fixed appliances.
Discussion
In recent years, digital planning and workflow in orthodon-
tics made the positioning of micro-implants easier and
safer.15,16 Guiding criteria are the maximization of cortical
bone quantity at the micro-implant sites and avoidance of
critical anatomical structures such as nerve or artery bundles,
dental roots, maxillary sinuses. In the digital workflows
described in the literature, micro-implants are virtually
placed on the patient CBCT, and then a surgical guide for
their insertion in the patient oral cavity is 3D printed and used
by the orthodontist during the surgical phase. The maxillary
expander is subsequently positioned and secured with fixa-
tion screws on top of micro-implant heads.
Traditionally, the MSE position is planned with the use
of conventional dental stone models and 2D headfilms. This
approach presents some critical issues, such as the inability
to identify the location of MSE relatively to midface skele-
tal structures, and the potential risk of affecting with the
micro-implants particular anatomical areas, like the nasal
septum, that should be avoided. On the other hand, the
digital workflows adopted for other MARPE devices15,16
cannot be utilized for MSE because the micro-implants are
inserted after the MSE cementation in the oral cavity. In the
present study, a virtual model of the entire MSE appliance,
including the body with the expansion jackscrew and the 4
micro-implants, was designed, and its position planned in
the patient CBCT. The use of the whole appliance allows us
to analyze the thickness of palate bone at the level of the 4
micro-implants and simultaneously the setting (position and
inclination) of the appliance expansion force vector relative
to the bony structures of the maxilla and midface.
In the protocol developed, the center of MSE appliance and
hence the expansion force vector is set by default in the same
position as the CM point, defined by the projection of the
bizygomatic line (BZL) on the posterior part of the midpalatal
suture. In the literature, it has been described that the pterygo-
palatine suture28,29 and the zygomatic buttress bone23–26,30,31
Table 2 Parameters Utilized for the Digital Planning of MSE Position and Inclination, and Their Clinical Significance
Parameter Clinical Significance
dx Sagittal distance of appliance from CM point
dy Lateral distance of appliance from CM point
dz Vertical distance of appliance from CM point
Yaw Appliance rotation in the horizontal plane (around vertical z axis)
Pitch Appliance rotation in the sagittal plane (around transverse y axis)
Roll Appliance rotation in the frontal plane (around sagittal x axis)
Bone thickness MI 1 Bone thickness at the level of MI 1
Bone thickness MI 2 Bone thickness at the level of MI 2
Bone thickness MI 3 Bone thickness at the level of MI 3
Bone thickness MI 4 Bone thickness at the level of MI 4
Distance from mucosa MI 1 Appliance distance from mucosa at the level of MI 1
Distance from mucosa MI 2 Appliance distance from mucosa at the level of MI 2
Distance from mucosa MI 3 Appliance distance from mucosa at the level of MI 3
Distance from mucosa MI 4 Appliance distance from mucosa at the level of MI 4
Length of MI 1 Minimum length for bicortical anchorage for MI 1
Length of MI 2 Minimum length for bicortical anchorage for MI 2
Length of MI 3 Minimum length for bicortical anchorage for MI 3
Length of MI 4 Minimum length for bicortical anchorage for MI 4
Guiding Bar Interference 1 Interference between right tip of anterior guiding bar and palatal mucosa
Guiding Bar Interference 2 Interference between left tip of anterior guiding bar and palatal mucosa
Guiding Bar Interference 3 Interference between right tip of posterior guiding bar and palatal mucosa
Guiding Bar Interference 4 Interference between left tip of posterior guiding bar and palatal mucosa
Abbreviations: CM, center of maxilla point; MI, micro-implant.
Cantarella et al Dovepress
submit your manuscript | www.dovepress.com
DovePress
Medical Devices: Evidence and Research 2020:13100
 
M
ed
ica
l D
ev
ice
s:
 E
vid
en
ce
 a
nd
 R
es
ea
rc
h 
do
wn
lo
ad
ed
 fr
om
 h
ttp
s:
//w
ww
.d
ov
ep
re
ss
.c
om
/ b
y 
82
.5
8.
15
.1
7 
on
 1
8-
M
ar
-2
02
0
Fo
r p
er
so
na
l u
se
 o
nl
y.
Powered by TCPDF (www.tcpdf.org)
                               1 / 1
are two major resistance structures that hamper the lateral
maxillary movement. Furthermore, Lee et al32 have shown
that the center of resistance of the maxillary halves is located
slightly superiorly and laterally to the root apex of
maxillary second molars, close to the most lateral point of the
zygomatic process of the maxilla (ZR and ZL) utilized in our
protocol. In the present study, the choice of ZR and ZL points,
rather than the location described by Lee et al,32 was dictated by
the fact that they could be identified more clearly on the patient
CBCT. The application of the expansion force vector close to
the maxillary center of resistance has the scope of maximizing
the orthopedic effect on the midface during maxillary
expansion.23–26 If the CA is moved forward relative to the
CM point, the midpalatal suture opening will be less parallel
and more V-shaped, since the force vector will act in a more
anterior part of themaxilla, away from its center of resistance.32
Although MSE position relative to the bizygomatic line
and CM point is the main objective of the digital planning due
to biomechanical reasons, other parameters were taken into
consideration. The bone thickness at the level of the 4 micro-
implants (BT) is an important factor to increase their primary
stability (Figure 7A). For this parameter, MSE was moved
from the initial default position, with the scope of maximizing
the bone thickness at micro-implant insertion sites.
Theparameter “appliancedistance frompalatalmucosa” (DM)
(Figure 7A) defines the distance of themucosal appliance aspect of
4micro-implant slot centers from the palatalmucosa. This distance
ideally should be equal to zero, to minimize the leverage effect
produced on the micro-implants during the appliance activation.
Anyway, due to the uneven palatal surface, some appliance slot
centers may lay at different distances, and hence a discrepancy of
0–2 mm was considered acceptable for this parameter.
Figure 8 Lab work for MSE. (A) Virtual model with the final position of MSE after digital planning. (B) Digital design of positioning guide. (C) Fixation of the MSE appliance in
the positioning guide with steel ligatures. (D) Positioning of the MSE appliance on the dental stone model by means of the resin guide for bending and welding of MSE arms.
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Figure 9 (A) Finalized MSE appliance on the dental stone model. (B) MSE appliance after placement in the patient oral cavity. (C) Intraoral picture after maxillary expansion.
Figure 10 Patient wearing the facemask. (A) Frontal view. (B) Lateral view.
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The parameter “micro-implants length” (ML) (Figure 7A)
represents the minimum micro-implant length to penetrate the
cortical bone layers of both palatal vault and nasal floor to
achieve a bicortical skeletal anchorage. The measurements of
this parameter were utilized to choose the length for the 4micro-
implants. Bicortical skeletal anchorage is required for the correct
functioning of MSE, since it increases the stability of micro-
implants.20–26 Loss of skeletal anchorage stability and bending
of micro-implants is a negative consequence of monocortical
anchorage,22 that seriously compromises the outcome of the
therapy in adults and potentially also in growing patients.
Regarding the inclination of MSE, the appliance is set by
default in its initial position in such a way that the MSE
coordinate system is coincident with that of the maxilla. This
event generates the parallelism between the 4 micro-
implants, the midsagittal plane (MP) and the nasal septum
(Figure 14A). When the inclination of the MSE appliance
was modified to improve the values of other variables, the
Roll parameter was changed by a minimal amount, to avoid
the proximity of micro-implants with the nasal septum.
Another important inclination parameter is “Yaw,” which
represents the rotation of the MSE appliance in the horizontal
plane around a vertical axis (Figure 6B). Changes inYaw reflect
a modification in the direction of the MSE expansion force
vector relative to the midpalatal suture (MS5-MS7 line)
(Figure 14B) and may generate an uneven force distribution
on twomaxillary halves and an asymmetric expansion.24Hence,
also for Yaw, the change from its initial setting was minimized.
Figure 11 Patient CBCT after expansion, before the start of maxillary protraction. (A) Axial palatal section. (B) Maxilla 3D rendering.
Figure 12 Final records of the patient. (A) Final lateral headfilm. (B) Final cephalometric tracing. (C) Superimposition of pre-treatment (black) and post-treatment (red)
cephalometric tracings on anterior cranial base at Sella.
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Finally, guiding bar interference (GBI) represents the
amount of penetration of appliance guiding bar tips into
the palatal mucosa, and in the presented clinical case, the
bar tips were trimmed by the corresponding amount dis-
played in Figure 6A, to avoid tissue impingement.
In the proposed methodology, the resin positioning
guide (Figure 8) is used solely by the dental lab technician
to fabricate the MSE appliance and not by the orthodontist,
since micro-implants are placed after the MSE cementation
in the oral cavity, and the appliance itself acts as a surgical
Figure 13 Facial and intraoral pictures after facemask therapy.
Figure 14 MSE initial default position. (A) Parallelism between the micro-implants and the midsagittal plane (MP) and nasal septum. (B) MSE expansion force vector (yellow
arrow) positioned perpendicularly to the midpalatal suture.
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guide. The CBCT taken after maxillary expansion
(Figure 11B) showed the miniscrews on the sides of the
midpalatal suture, without the involvement of the nasal
septum area.
Compared to the traditional approach, the methodology
presented to position MSE with digital planning based on
CBCT has the advantage of increasing the precision and
safety of the procedure, taking into consideration anatomi-
cal as well as biomechanical factors. Furthermore, the
methodology serves to plan the micro-implant-supported
maxillary skeletal expansion with objectively measurable
parameters and can also be used as a tool for research
purposes on large adult patient samples. Future studies
will be needed to define the range of acceptability for the
selected parameters and the extent to which they can affect
the efficacy of maxillary skeletal expansion.
We acknowledge that a limitation of this methodology is
the use of CBCT imaging, which exposes the patient to
additional radiations. Routine use of CBCT cannot be
accepted in young patients, but its use can be justified on
a patient case individual basis.33 The patient’s exposure to
radiation can be greatly reduced by the choice of a FOV as
small as possible (5 x 11 cm) in the CBCT. This is particu-
larly recommended in subjects under 18 years of age.34
Such FOV is large enough to select the skeletal landmarks
required for the virtual positioning of MSE. This inconve-
nience is compensated by the added safety of the methodol-
ogy, which allows to avoid the involvement of particular
anatomical areas like the nasal septum, and to maximize
bone thickness at miniscrew insertion sites, for a higher
stability of the skeletal anchorage during treatment.
The novelty of the methodology presented in this
research is that a digital planning and workflow have
been developed specifically for the MSE appliance.
Furthermore, for the first time a cephalometrics-based
digital planning (CBDP) has been adopted, in which
cephalometric landmarks and reference planes are utilized
to orient the expansion force vector relative to midface
skeletal structures. In the study, 3 different softwares were
utilized, which is time-consuming for the operator. For the
use in the routine orthodontic clinical practice, it is advi-
sable that the functions be unified in a single software to
make the methodology more efficient. Furthermore, the
STL file of the patient CBCT was utilized, since it allowed
a more straightforward workflow with Rhinoceros soft-
ware. Further studies with CBCT DICOM files that permit
better visualization of bone quality (cortical versus cancel-
lous) are advocated.
Conclusions
● A novel methodology was developed to digitally plan
the position and inclination of MSE appliance, inclu-
sive of the 4 micro-implants, concerning the patient
midface CBCT
● In the method, parameters related to micro-implants
insertion sites as well as to biomechanical factors were
utilized
● In the present case report, the digital planning of MSE
positioning was associated with a positive outcome of
midpalatal suture opening and maxillary advancement
with MSE and facemask, in safety conditions
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